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Abstract
For trans-uranium elements, stable atomic isobars do not exist. In order to provide isobaric reference ions
for the mass measurement of trans-uranium elements, an electrospray ion source (ESI) was combined with
an rf-carpet to collect molecular ions efficiently. The rf-carpet allows for simplification of the pumping
system to transport ions from the ESI to a precision mass analyzer. Molecular ions appropriate for isobaric
references of trans-uranium elements were extracted from the rf-carpet and analyzed by a multi-reflection
time-of-flight mass spectrograph (MRTOF-MS) with a resolving power of Rm & 100, 000.
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1. Introduction
Many chemical elements heavier than uranium
have been discovered over the last few decades.
There has been tremendous progress towards pro-
duction of ever heavier elements with the goal of
discovering the so-called superheavy element (SHE)
‘islands of stability’ [1, 2]. The stability of a nucleus
essentially depends on its binding energy, which de-
fines how strongly the nucleons are bound together
and reflects the shell effects [3] that play a key
role in stabilizing trans-uranium elements against
spontaneous fission [4]. As yet, in the entire his-
tory of the SHE quest, only five masses of trans-
uranium elements have been measured directly, by
the SHIPTRAP Penning trap mass spectrometer
at GSI [5–7]. All other known trans-uranium ele-
ment’s masses have been determined indirectly via
α-decay, which is not always reliable, especially for
odd nuclei where, in most cases, the α-decay in-
cludes excited states. Moreover, error propagation
leads to a compounding of errors along the decay
chain. Thus, for an unambiguous determination of
the binding energy, a direct mass measurement is
very important, which also determines the reaction
Q-values, important for efficient synthesis of trans-
uranium elements via fusion reactions [2].
Recently, we have developed a multi reflection
time-of-flight mass spectrograph (MRTOF-MS) for
mass measurement of short-lived nuclei [8–11]. This
device can be also used as an isobar separator of
short-lived nuclei as is the case for the MRTOF
mass separator at the ISOLTRAP spectrometer
at ISOLDE/CERN [12]. In the near future, it is
planned to place our MRTOF-MS at the gas-filled
recoil separator GARIS at the RIKEN linear ac-
celerator facility RILAC, a world leading synthe-
sizer of trans-uranium elements [13–15]. To deter-
mine the mass of a given ion at least two known
reference masses are required; the reference masses
should, preferably, be isobars of the species of inter-
est. However, trans-uranium elements do not have
stable atomic isobars that can be used as references.
Therefore, we have built a new electrospray ion
source [16–19], with improved vacuum coupling, to
deliver isobaric molecular ions as reference ions for
trans-uranium elements. In this ion source, the con-
ventional skimmer is replaced by a radiofrequency
carpet (rf-carpet) [20, 21] for a more efficient trans-
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port of molecular ions into the high vacuum region.
The small exit hole negates the need for a sophisti-
cated pumping system, while the simple geometry
provides efficient extraction of ions. In addition,
the use of the rf-carpet allows efficient transport of
low-abundance ions.
2. Experimental setup
The experimental setup consists of the newly de-
veloped ion source and the MRTOF-MS combined
with an accumulation-cooler rf ion trap (Fig. 1).
The ion source has an electrospray ionization (ESI)
system for ion production and an rf-carpet for ion
collection. The ions produced by the ESI are trans-
ported by the rf-carpet to a quadrupole mass sep-
arator (QMS), which was used to select the mass
range of interest. The selected ions are then guided
to a gas-filled rf ion trap where they are accumu-
lated, cooled and ejected as an ion bunch confined
to a small phase space. Once ejected from the ion
trap, the ions enter the MRTOF-MS, where electro-
static mirrors reflect them back and forth, extend-
ing their flight path indefinitely. The mirror poten-
tials provide for energy and angle isochronicity. As
they travel, ion bunches separate as a function of
their masses only.
2.1. The electrospray ion source
A schematic overview of the electrospray ion
source is shown in Fig. 2. To produce molecular
ions with electrospray ionization, first a solution is
prepared with a specific sample in a solvent with
a trace of formic acid being added to favor posi-
tively charged ions. In this work, we used three
different solutions as listed in Table 1. The solu-
tion is pushed into an ESI capillary by a motor
driven syringe pump. A voltage of 2 − 5 kV is ap-
plied between the ESI capillary and the transport
capillary, which are separated from each other by
10−30 mm. Due to this short distance, the electric
field is as high as 106 V/m. The molecules are po-
larized near the exposed surface, which forces the
liquid to point downfield and form a so-called Tay-
lor cone [22, 23]. Near the tip of the Taylor cone the
repulsion between positive charges at the surface
increases, causing instabilities which form droplets
with approximately the same size as the cone’s tip.
The charged droplets evaporate while drifting to-
ward the transport capillary; the droplets shrink
while preserving the charge. At a certain radius,
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Fig. 1: (Color online) Schematic overview of the
experimental setup. This setup will be placed at
GARIS, where SHE beams could be collected from
the side of the rf ion trap opposite to the ion source.
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Fig. 2: (Color online) Schematic overview of the
new electrospray ion source, which consists of an
electrospray ionization (ESI) system for ion produc-
tion and an rf-carpet for ion collection.
2
known as the Rayleigh limit [24], the strong re-
pulsion between charged ions overcomes the surface
tension and Coulomb fission of the droplet occurs.
Coulomb explosions leads to a jet of ever smaller
charged droplets, which undergo cycles of evapo-
ration and Coulomb fission until the droplets are
small enough that ion evaporation occurs, forming
gas-phase ions [25]. Gas flow forces transport the
ions into and the through the transport capillary.
Table 1: Solutions used for the production of
molecular ions by the ESI. Each solution is pre-
pared by dissolving a sample in solvent (CH3OH or
C2H5OH) and formic acid (HCOOH) mixture. The
amount of sample is chosen to provide the desired
concentration (Conc.) in the solvent. Concentra-
tions of formic acid are on the percentage level of
the total solution.
Sample Conc. Solvent HCOOH
(ppm)
C6H8O7 200 CH3OH 0.1%
C17H21NO·HCL 100 CH3OH 0.1%
No sample C2H5OH 10%
In conventional electrospray ionization systems,
a skimmer is placed behind the transport capillary
where a potential difference is applied to pull ions
to the high vacuum region. In our system, we re-
place the skimmer with an rf-carpet. Just as for
the skimmer, an electric field transports ions to the
rf-carpet, where they hoover above the surface due
to an inhomogeneous rf electric field, then they are
driven by a dc electric field towards the rf-carpet
exit hole (0.5 mm diameter).
The rf-carpet consists of a planar printed circuit
board with 54 ring electrodes, each 0.15 mm with a
pitch of 0.3 mm as shown in Fig. 2. An rf amplitude
of up to 300 V has been applied between neighbor-
ing electrodes with a frequency up to 4 MHz , while
a dc gradient of less than 3 V/mm has been su-
perposed between the outmost ring and the center.
The gas pressure in the rf-carpet chamber is a few
millibar, while in the second chamber the pressure
is three orders of magnitude lower. The residual gas
is mainly air since the ESI system is placed in am-
bient air. When ions reach the rf-carpet exit hole,
they are pulled into the second chamber, where a
quadrupole mass separator (QMS) provides an ini-
tial mass selection.
2.2. The accumulation-cooler rf ion trap and the
MRTOF-MS
To achieve a high mass resolving power, and
therefore a precise mass measurement, the ion cloud
should have a well-defined energy with a very short-
duration time structure. To achieve these condi-
tions, a compact gas-filled rf ion trap of novel flat
geometry is used to accumulate and cool ions in a
few milliseconds [11]. It consists of a pair of two
plates with a 4 mm gap. Each plate consists of
three segmented strips. An rf potential between
adjacent strips provides radial confinement of ions,
while properly applied dc biasing of the segments
creates axial confinement. The ion bunch is then
transferred from the rf ion trap to the MRTOF-
MS wherein it is reflected between the two electro-
static mirrors for sufficient time to achieve a high
mass resolving power, Rm = m/∆m =
1
2 t/∆t. A
digital PID (proportional-integral-derivative) regu-
lation system is used to stabilize the mirrors’ volt-
ages. After the flight in the MRTOF-MS, ions are
transferred to a micro-channel plate (MCP) detec-
tor placed behind the MRTOF-MS.
3. Results and discussion
First, we describe ion extraction from the new
ion source using the rf-carpet. The extracted ions
were analyzed with the MRTOF-MS to verify the
production of molecular isobars.
3.1. The rf-carpet characteristics
An electric field transports the ions from the edge
of the transport capillary to the rf-carpet. The ions
are repelled from the rf-carpet surface by an inho-
mogeneous rf electric field and a dc electric field
drives them toward the rf-carpet exit hole. Accord-
ing to the well-known Mathieu’s equation, the ion
motion is stable within a limited parameter space
of dc and rf voltages. For the rf-carpet, the gas
pressure must also be taken into account to find
the stability region, which is determined by the two
dimension-free parameters (a−p2) and q defined as
a− p2 =
(
2eUdc
mr20ω
2
)
−
(
e
mµω
)2
(1)
q =
4eVrf
mr20ω
2
, (2)
where e, m and µ are the electric charge, mass
and mobility of an ion, respectively, and Udc, Vrf
3
and ω are the dc-, rf-amplitudes and the angular
frequency applied between adjacent electrodes, re-
spectively. r0 is related to the distance between ad-
jacent electrodes. The inhomogeneous rf field can
be described by electric pseudo-potential wells with
a maximum average effective force approximated in
high pressure by [20]:
F¯maxhp = −
1
4
mµ2
V 2rf
r30
. (3)
The rf-carpet pseudo-potential makes a corru-
gated shape, with the troughs being centered on
the electrodes. In order for the pseudo-potential
approximation to be valid, an ion must spend sev-
eral oscillations of the field in the vicinity of a
single trough. Efficiently transporting ions to the
rf-carpet exit hole by having the required pseudo-
potential depth makes the pressure, dc and rf fields
critical parameters for stable ion motion.
To illustrate the characteristics of ideal trans-
port for a particular mass, we performed tests at
5 mbar of gas pressure for low- and high-frequency
rf fields, varying the rf and dc voltages applied to
the rf-carpet ring electrodes. The dc voltage, Vdc,
is the voltage applied between the outer and the
central electrodes, where Udc in Eq. 1 can be de-
duced from Vdc [20]. The ions were detected behind
the MRTOF-MS after a single pass (without reflec-
tions). The time-of-flight (ToF) spectra obtained
are shown in Fig. 3. The rf-carpet was tuned to
ideal conditions for the transmission of light and
heavy ions. By tuning the rf-carpet parameters
(frequency, Vrf and Vdc), a mass range can be chosen
as seen in Fig. 3, where low mass ions (m/z < 150)
are drastically reduced when the rf-carpet is set for
the transmission of heavy ions. Figure 4 shows the
ion intensity for particular examples; m/z = 50,
150 and 260 from Fig. 3, as a function of rf and
dc voltages for frequencies of 4 MHz and 1.6 MHz.
The ion intensity of low mass ions (m/z = 50) de-
creases at lower frequency, while for high mass ions
low-frequency is still sufficient to guide ions to the
rf-carpet exit hole. Higher rf frequency requires
greater rf amplitude. Low mass ions require much
higher rf amplitude than high mass ions at the same
frequency.
Typically, molecular species with low masses have
higher mobility than molecular species with higher
masses, thus for low frequency they may move be-
tween electrodes in less than a few rf periods making
the pseudo-potential approximation invalid. There-
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Fig. 3: Time-of-flight from the trap to the MCP
detector behind the MRTOF-MS without any re-
flection.(top) rf-carpet tuned for light ions trans-
mission (4 MHz, Vrf = 220V, Vdc = 60V).(bottom)
rf-carpet tuned for heavy ions transmission (4 MHz,
Vrf = 60V, Vdc = 20V).
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Fig. 4: Ion intensities for various masses and various
dc voltages as functions of the rf amplitude applied
to the rf-carpet.
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fore, at low frequency, lighter ions may have unsta-
ble motion and could be lost before reaching the
rf-carpet exit hole, while the motion of heavier ions
is slower where the pseudo-potential approximation
is still valid, allowing stable motion. At the higher
rf amplitudes required for light ions, the pseudo po-
tential well becomes deep, therefore higher dc volt-
age is required for lighter ions to prevent them from
being trapped. However, the dc voltage should not
be so large as to cause unstable ion motion.
To efficiently transport low mass ions with the rf-
carpet, higher frequency and higher dc and rf volt-
ages are required. Higher mass ions can be trans-
ported using considerably lower frequency, dc and
rf amplitudes.
3.2. The rf-carpet performance
The major advantage of using the rf-carpet is ef-
ficient collection of ions in buffer gas. It can trans-
port ions through small exit hole to high vacuum
region which also allows to use simple pumping.
By using a transport capillary diameter of 0.5 mm
a pressure of 1.8 × 10−3 mbar could be reached in
the high vacuum region, while in the rf-carpet re-
gion the pressure was 4.1 mbar. Using a smaller
capillary with 0.25 mm diameter allowed to achieve
a pressure of 1.5 × 10−4 mbar in the high vacuum
region, while in the rf-carpet region the pressure
was 0.7 mbar. These pressures could be reached by
using one rotary pump with a pumping speed of
200 l/min in the rf-carpet chamber and one turbo-
molecular pump with a pumping speed of 300 l/s
in the QMS chamber.
In order to test the efficiency of the rf-carpet,
we compare the current impinging on the carpet
with the current extracted from the carpet. The
impinging current was determined by utilizing the
carpet itself as a Faraday cup. The current ex-
tracted from the rf-carpet was determined by uti-
lizing the QMS as a Faraday cup. For this pur-
pose, a solution of methanol and tap water with a
ratio of 1:1 with formic acid (0.1% of the total vol-
ume) was used. Part of the large variety of molec-
ular ions produced from this solution is shown in
Fig. 5, which was measured using the Shimadzu
2020MS placed behind the electrospray ionization
system. The observed ion current behind the rf-
carpet was ≈ 15% of the total ion current observed
before the rf-carpet, with the rf-carpet tuned for
low mass region. Considering the rf-carpet’s limited
mass bandwidth and the wide-band production of
Fig. 5: Molecular ions produced from a solution of
methanol and tap water with a ratio of 1:1 with
formic acid (0.1% of the total volume). The spec-
trum was measured using the Shimadzu 2020MS
placed behind the electrospray ionization system.
the ESI, we believe the true transmission efficiency
is near unity.
3.3. Analysis of heavy molecular ions with the
MRTOF-MS
Once the ideal rf-carpet conditions are found,
ions are stored in the rf ion trap and transferred
to the MRTOF-MS to fly for a time sufficient to
separate molecular ions by mass. The time be-
tween consecutive reflections in a given mirror (one
revolution) can be determined for a known refer-
ence ion and scaled for a given ion of interest.
For this purpose, 85Rb+ ions from the alkali ion
source placed on the other side of the rf ion trap
were used as a marker for low mass ions. For
higher mass ions, C17H21NOH
+ ions from the so-
lution prepared with diphenhydramine hydrochlo-
ride (C17H21NO·HCL (Table 1)) were used as a
marker. After a certain number of reflections, the
peak width is minimum – the time focus condition.
Thus, the total time-of-flight can be written as:
t = t0 + nT, (4)
where n is the number of revolutions of the ions
of interest and t0 is to the first order the single
pass ToF. In a given electrostatic field, light ions fly
faster than heavier ions. Ions with slightly differ-
ent masses stored for the same time (nT ) will have
different ToFs. Ions with sufficient mass difference
may come at different number of revolutions, with
heavy ions making lower number of revolutions than
lighter ions. A typical ToF spectrum at the time fo-
cus condition is shown in Fig. 6, where m/z = 93,
94 and 95 isobars are well separated.
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Fig. 6: ToF spectrum after a storage time of
13 629µs. The spectrum was obtained from the
ethanol solution (Table 1). The m/z = 93, 94
and 95 isobars are well separated. Non highlighted
peaks in the ToF spectrum are lighter or heavier
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numbers of revolutions in the MRTOF-MS.
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Fig. 7: ToF peak of m/z = 243 fitted with a Gaus-
sian with an exponential tail.
The ToF peaks were fitted with a Gaussian func-
tion to obtain the mean ToFs and their uncertain-
ties. Figure 7 shows an example of a ToF peak of
m/z = 243 with the fitting function. Further details
concerning the fitting function of the ToF peaks will
be discussed elsewhere. Some examples of the re-
sults are given in Table 2, where molecules with
m/z = 243, 244 and 245 could be used as references
for the mass measurement of trans-uranium ele-
ments 243−245Np, 243Cf, 243−245Es, 243−245Fm and
245Md, which have half-lives of a few milliseconds to
minutes. A mass resolving power of Rm ≈ 100, 000
could be achieved in 13 − 20 ms. This resolving
power could be preserved for heavier masses. Due
to this high resolving power, the molecular ions
from the new ESI ion source could be unambigu-
ously identified even for less abundant molecules as
it is the case of 13CC4H6N
+
2 (∼ 5.4% natural abun-
dance).
4. Conclusion
We have developed an electrospray ion source
coupled to a radiofrequency carpet for more
efficient extraction and simpler pumping. The
large mass range of the molecular ions produced
by this ion source allowed us to successfully test
both the rf-carpet and the MRTOF-MS system,
which will be used for direct mass measurement of
superheavy elements. Molecular ions with various
masses could be efficiently extracted from the ion
source with the rf-carpet. With the high mass re-
solving power of the newly developed MRTOF-MS
(Rm ≈ 100, 000), the molecular isobars could be
easily identified even with low yield. The mass
resolving power is preserved over a wide mass range.
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